Introduction
Urinalysis is now a very commonly performed, routine procedure and with the introduction of 'dipsticks' detection and measurement has become rapid and practical. More recently, the introduction of automatic analysers based on reflectance photometry has overcome the difficulty of subjective visual interpretation and allowed the achievement of better standardization. 2[a] ).
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the results falling in adjacent ranges must be accepted [2] . Therefore, when the instrument reports for example, 100 mg/dl of glucose, the real value could be between 60 or 190 mg/dl ( figure 2[b] ). In conclusion, no major differences appear to exist in the analytical quality of the three analysers; they represent the state of art of urine analysis but an improvement in accuracy is desirable.,
